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ABSTRACT 


A fLive-watt CG 5-No-he iaser was desi ¢neem and weone mater. 
soo the lasing mechangemmofl thevCOZ-Nj-He gas imeure is 
reviewed. Beam characteristics and power output as a 


function of gaS mixture parameters are presented. 





TABLE OCP SCONE TS 


Ie HISTORY AND eI NT RO DUCTION ei 3) 


ii. THE LASENG MECEAN@EM —=—-——— a a 7 
A. CO5 VIBRATIONAL-ROTATIONAL TRANSITIONS -------- 7 
B. SELECTIVE EXCITATION BY Nj MOLECULES --------- 14 
COST DED DE —tXcriTPhONs BYHe l= === === === eee = 15 
Mate. SYSTEM DESTCN AND DESCRIPTION 225 —= == === ——em=e= === 16 
Ae, PLUNGE TUEEe---=— - — Sa - _ ee eee 16 
Ba MIRROP@SYSTRN —-- == -- eee eee ee 16 
ee VACUUMMAND GhemesTOMee=o22—-—2- Same 2-2 eee 22 
De POWERESUPD LV Meee s 26>... Sa 25 
Pe © OCR TNE NG at NGS TE ic ee 28 
SIE 7S Tues DNS UOT Sa 28 
fee OULDUT UCHARACTEREGTIOS: --—-22—--- 22 30 
7 COUSIN MUN OCT SRE CCS ee eee ee 30 
BEEF AMECHNRACTRR TST 1G Cuee 2 ose ee ee eee 30 
Panini A .ORERATING PROCEDURES .———————— 0 == eee 38 
Pn bExX 2 PAREGNMENT PROCEDURE —---=2S8--=ee-—-- eee ae 40 
POS SL) CEA 42 
Ment. DISTRIBUTTONWE IGT. =sto=— as See ee 43 
FORM DD 1473 -------------------------------- -- -- 44 





Figure 


Figure 


Figure 


Figure 


Figure 
Figure 
Figure 
Figure 


Figure 


Figure 
Figure 
Figure 
Figure 
Figure 
Figure 
Figure 
Figure 
Figure 


Figure 


Figure 


LIST OF DRAWINGS 


Vibrational States of the "G05 Molecule a= 8 
Partial Vibrational Energy Level Diagram 

Of tho CO aN 5-H Lic SC igi eae eee oe 9 
Vibrational-Rotational Band for the 
(0001) > (10°0) Transitions of CO 9 ~---------- ily 
BOLEZMann DistErbucion Of Popu larion wen— 
sities of the (00°1) Vibrational Level ----- 13 
Theghaser TubesAssemnb lyitene ee — — eee ea Wf 


Mirror and Window Mounting Detail Right End. 19 


Mirror Mounting Details, Left End ---------- 20 
Vacuum Sealing Details ------------------ Za 
Phopegrapn Of Outpuc Enea Cuppore sand 

Mirror Mounting Details -e---<--<-ne nen ZS 
Photograph of Output End ---<------<--s------ os 
VACUUM ANG" Gas CY SCN == ener eee ee ee 24 
Dubrovin Type Vacuum Gauge ------<---<-------- 26 
Power Supply Schematic Diagram -<----------- a) 
PHOvegrapm of “the: CO>SN>=He™ Lace roy ee ne me 
POWe THOU pUL Vise CO Dm Eat tao eb iets Ure ee ee a1 
PevereOutoUcevc. No weRaiiiera |) Pere linet =~ ames a2 
Power Output vs. He Partial Pressure -<-<---— 35 
Power Output vs. Discharge Current --------- 34 
Beam Cross-section at Various Distances 

from the Output Window ----W----------- 33. 
Estimated Beam Diameter vs. Distance from 

the Output Window ----------- rH 37 





I. HISTORY AND INTRODUCTION 


The development of a CO, molecwlar Gas dasewiye. tives 
published by C. K. N. Patel of Bell Telephone Laboratories 
in 1964 [Ref. 1]. The laser described used the molecular 
vibrational-rotational transitions of the electronic ground 
Beate OL CO> to produce a CW output of abomt 1 mW. 

Later in the same year Patel reported the observation 
of selective excitation of CO9 through the transfer of vib-. 
HegetOnal energy from N>5 molecules, with resulting laser 
peiml-on Of the CO9 at 10.6y [Ref. 2]. This CO9-N> system 
was to produce 16.2 watts [Ref. 3], a sizable increase over 
Ene pure CO>5 laser. 

A further and more dramatic increase in efficiency and 
power output was to come the next year with the discovery 
that large amounts of Helium aided the CO? lasing process. 
Again reported by Patel [Ref. 3], power output in excess of 
100 watts and efficiency of 6-7 percent were obtained from 
a device similar to the ones which had developed outputs of 
milliwatts with pure CO9 and watts with a CO9-N>z mixture. 

Bhe vabality ot the €@, molecular gieSce eos ian inec oan 
spectral purity and spatial coherence at high efficiency in 
the far infrared frequency region (~10mu) opened up a new 
range of frequencies for laser experimental work and de- 
velopment. Extensive research has been carried out in the 


investigation of the CO» laser mechanism itself, as well as 





related areas which use the COs laser as anuen2 cy seo 
(Ref. 4]. Power sence in excess of 11 kilowatts CW [Ref. 
4] and efficiencies of 15-20 percent have been realized 
feet 5]% 

Perhaps the most important potential fields of appli- 
cations for CO 7 lasers are infrared communications and 
laser radar. The atmospheric window at 8-13 makes the 
Saaracteristic 10.64 radiation Suitable for terrestrial and 
extraterrestrial communications [{Ref. 5]. Recent research 
work on CO z lasers include evaluation of terrestrial and 
deep-space communications, as well as transverse-subsonic- 
flow, supersonic flow (gas dynamic lasers), thermal, high- 
pressure, and chemical systems [Refs. 4,6]. 

The purpose of this work was to design and build a 
laser with several watts of output with a minimum of pur- 
chased parts. The design is discussed following a review 
of the lasing mechanism. Experimental results from testing 


the laser are also included. 





ii. QUE LASING MECHANISM 


A. COQ»s VIBRATIONAL~-ROTATIONAL TRANSITIONS 

The lasing action of the CO> molecular laser originates 
from transitions between vibrational states within the same 
eeectronic level of ¥the CO, molecule. A classical model 
provides an easily understood explanation of the vibra- 
tional states of the molecule and is illustrated in Figure 
ieeet. 5}. The vibrational state is usually written in 
the form (vjv2v3), with v, describing the number of vibra- 
tional quanta in the symmetric stretch mode, v2 the number 
of vibrational quanta in the bending mode, and v3 the num- 
ber of vibrational quanta in the asymmetric stretch mode. 
mie Oending mode (v5) is two-fold degenerate and usually 
carries a superscript to indicate the degeneracy, for exam- 
ple, (0110). A vibrational engery level in diagram for the 
CO9-No-He laser is shown as Figure 2 [Ref. 7]. 

For each of the quantized vibrational levels. there are 
a number of rotational levels. These states correspond to 
quanta of angular momentum, classically characterized by 
the quantum number J and differ by h/2m7 in accordance with 
gquantum-mechanical selection rules, where h is Planck's 
constant. 

There may be transitions between rotational levels be- 
longing to different vibrational levels; these transitions 


in COz emit radiation at different IR wavelengths, forming 
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what is called a vibrational-rotational band. The vibra- 
tional-rotational band for the (00°1) > (10°0) transitions 
which produce the 10.64 radiation are shown in Figure 3. 
Symmetry considerations of the CO?7 molecule result in only 
eda J levels in the (00°1) level and evenw@ Pevellc an the 
(10°0) level, hence the AJ=0 transitions are not allowed. 
The transitions on the longer-wavelength end of the band 
are called P-branch transitions and the tranmsitions on the 
shorter wavelength end of the band are called R-branch 
transitions. There are no transitions in the center of the 
band due to the absence of the AJ=0 transitions [Ref. 1]. 
Although there are many possible P and R-branch transitions 
Within a vibrational-rotational band, a single P-branch 
transition will dominate all others. This is fortunate be- 
cause if the laser output were to occur at a number of 
wavelengths the beam would not be monochromatic and its 
usefulness would be limited. This domination by one P- 
branch transition can be explained by what are called "com- 
petition effects." The energy spacings between vibrational 
Hevels are usually much greater than the iat vemanecas On5 
the molecules; the energy spacings between rotational 
levels, however, are smaller than the kinetic energy. 

thus, any and every collision can result in exchanges of 
energy between rotational levels and the population density 
of a particular rotation level will not be independent of 
the population density of other rotational levels within 


that vibrational level. ‘The rate of this  poracetono 
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thermalization is about i0 Mhz, whereas the vibrational 
thermalization rate is only about 1 Mhz. The vibrational 
lifetime is, therefore, about 10> seconds and the rota- 
tional thermalization time is only about jon” seconds. Ac- 
cordingly, during its lifetime in a vibrational level, a 
molecule undergoes a large number of "hops" between rota- 
tional levels. This process gives rise to a Boltzmann dis- 
tribution of molecules among the rotational levels of a 
vibrational level, as is shown in Figure 4. This distri- 
bution is for the (00°1) vibrational level, which is the 
upper laser level of the 10.6u laser transition. The lower 
(10°0) laser level has a similar distribution. As the las- 
ing action occurs, the population densities of the rota- 
tional levels of these respective vibrational levels 
continually adjust themselves to maintain the Boltzmann 
@@etributions. Thus, only the transition Geen the highest 
gain occurs, and it is fed at the upper level and depleted 
at the lower level by adjacent rotational levels. The 
result is an extremely coherent and monochromatic output. 

The 10.64 output from the (00°1) > (10°0) laser transi- 
tion (See Fig. 2) is in the order of 10 times greater than 
that of the 9.6u, (00°1) > (02°0) transition and is thus 
the most important output wavelength of CO 9 lasers [Ref. 
Sle 

It should be noted at this point that the vibrational- 
rotational levels pertinent to the CO9 lasing action be- 


long to the electronic ground state of the molecule and are 
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RELATIVE POPULATION DENSITY > 


Figure 4. Boltzmann Distribution of Population 
Densities of the (00°1) Vibrational Level 
of COy. The values indicate the value of 
J for each level. (After Ref. 5.) 
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very close in energy to the ground state. Again referring 
to Figure 2, it can easily be seen that the emitted laser 
photon energy is a sizable fraction of the ssotalmenmergy 
required to excite the molecule to the upper laser level. 
Also, since the energy levels are so low, aimost all -ebec= 
trons persent in a discharge will be effectave in be 
excitation process. These facts allow high working ef- 
Ficiencies and thus high power outputs from CO? lasers 


het. 5). 


Pee SELECTIVE EXCITATION BY No MOLECULES 

The addition of vibrationally excited No molecules will 
greatly enhance the efficiency of a CO9g laser py selects 
ively exciting the COz molecules to the upper laser level 
[Ref. 2]. The Ny» molecule has only one degree of vibra- 
tional freedom, which may be described by the quantum num- 
ber v. As shown in Figure 2, the v=l vibrational state is 
very close in energy to the CO? upper laser level (00°1). 
This vibrational energy is readily transferred from the N92 
(1) molecules to the CO9 (00°0) molecules through colli- 
sions, elevating the CO» molecule to the (00°21) MpDpemeLaser 
level. The higher energy states of both Ng and CO? are 
also evenly spaced. Transfers of vibrational energy may 
take place at these higher levels, or the high energy 
molecules (either the excited Nz or excited CO?) may trans-— 
fer one quantum of energy at a time to the ground state 


CO7 (00°0) molecules [Ref. 5]. Thus the higher energy 
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molecules also participate in the overall high-efficiency 
of the laser action. The suitability of No for use in the 
selective excitation of CO? is enhanced by 1ts echaracter— 
istic of readily exciting to the v=l state in an electric 
Gischarge and its relatively long life in the excited state 


(Ref. 2}. 


C. AIDED DE-EXCITATION BY He 

ihe -cthiciency and Power OULpUc OLICO7 sidcer sy-cemns 
are greatly enhanced by addition of large amounts of 
Helium. The (10°0) and (0170) levels are strongly coupled, 
but depopulation of the (10°0) lower laser level is limited 
by the relaxation rate of the (0170) leve Ped 6 ome eases 
important that the (10°0) level be depleted guickly, since 
the (00°1) upper laser level has a radiative lifetime about 
three orders of magnitude shorter than the lower laser 
level [Ref. 8]. The (01°0) level is thus a "bottleneck" to 
efficient completion of the process. The relaxation of 
this level involves a vibrational-translational energy ex- 
change with other gas molecules through collisions. Helium 
is the most widely used third gas for this purpose [Ref. 
7}. An additional benefit is the decrease in gas tempera- 
ture in an electric discharge (due to the high thermal con- 
ductivity of He [Ref. 4]). This benefit results since gas 
temperature has been found to be the most important plasma 
property of CO» electric discharge laser performance 


(Ref. 9]. 


dbs 





Iti. SYSTEM DESIGN AND DiSserre 1c 


A. PLASMA TUBE 

The laser tube assembly is represented in Figure 5. 
The tube was constructed of Pyrex, and a cooling water 
jacket was made as an integral part of the assembly. Brass 
flanges are soldered to the ends of the tube in order to 
facilitate clamping of the assembly onto end supports. A 
primary design goal was to obtain several watts of CW out- 
put and it was felt that one meter of discharge length 
should easily realize that goal, since 50-80 watts per 
meter under optimum conditions have been routinely re- 
ported. Although experiments showed an inverse dependence 
on tube diameter for small-signal gain in CO» amplifiers 
[Ref. ll], more recent work shows output power to be rela- 
tively independent of diameter in flowing CO2-No~He systems 
[Ref. 4]. A diameter of one inch was chosen as a matter of 
convenience. Gas inlet/outlet ports were provided at the 
ends and at the midpoint of the tube in order to permit | 
flexibility in the choosing of gas flow arrangements. The 
electrodes are standard neon sign type, and are rated at | 


120 ma of current. 


eee MIRROR SYorEM 
A relatively inexpensive, hole-coupled mirror system 


was used, in conjunction with a KCl output window. The 
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mirrors are gold~-coated Pyrex substrates, one inch in dia- 
meter. Front surfaces are finished to 1/80 of a wavelength 
ae LO .6 uw... The gold coating provides 98% reflectivity at 
0.6%. One mirror is flat; the ouEput mirror is Sspheri— 
cally concave with a 10 meter radius of curvature, and has 
a centered output hole, 2 mm in diameter. The mirrors were 
purchased from Oriel Corporation of America. The mirrors 
serve as the ends of the tube; there are no windows within 
the laser cavity. The output window is necessary in order 
to maintain the vacuum because of the output hole. The 
window is made of KCl, and is 25 mm in diameter and 5 mm 
thick. Flatness is 1/10 of a wavelength at 10.6u. KCl 
was chosen instead of NaCl because of its smaller absorp- 
mom COetficient at 10.6u (less than 0.01 cn for “KCl ace 
Oe. om 1 ie @s NaCl). The window was purchased from Harshaw 
Chemical Company. Details of the mirror and window mount- 
ing are shown in Figures 6 and 7. The mirrors are cemented 
into their mounts with silicone-rubber cement. 

The alignment fixtures and mirror mounts are machined 
from aluminum, 3/8 inch thick. The bellows material is 
brass and was salvaged from a bellows-type valve. 

Sealing details are shown in Figure 8. A vacuum seal 
is maintained between machined parts by the use of neoprene 
O-rings in machined grooves. The bellows are mounted and 


sealed to the mirror alignment fixtures with epoxy cement. 
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The output window is held securely in place and is sealed 
by a small O-ring. 
Figures 9 and 10 are photographs of the constructed 


Mirror mountigee. 


C. VACUUM AND GAS SYSTEM 

The vacuum and gas system is schematically represented 
mn Figure 11] Seperate sources were soppy re seo CO>,N>, 
and He, in order that various mixture ratios and/or com- 
binations of the gases may be utilized. The gas supply 
tanks are standard 200 cubic feet size (50 Ibs for C05). 
A .020 inch micrometer needle-valve was installed in the 
CO» supply line to help in the regulation of the CO9 flow, 
because its partial pressure is the most critical to the 
power output (See Ref. 4 and Sec. IV. A). 

All interconnections were made with 5/16 inch (I.D.) 
thich-wall Tygon brand plastic tubing. The tubing was 
clamped to the plasma tube gas ports and to the other 
system components with worm-screw, automotive type hose 
clamps. Si lii@ene vacuum grease was used on all con- 
nections. 

A dubrovin type vacuum gauge was used. It consists 
of a stainless steel cylinder, closed at one end, float- 
ing vertically in a column of mercury with its open end 
submerged. The air is evacuated from the chamber formed 
by the inverted tube. An adjustable scale on the frame 


of the gauge is read by using the top (closed) end of the 
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inverted tube as a indicator. The gauge has a pressure 
mange of from 0.2 to 20 torr (1) tones simone meueun) 

in .2 torr graduations. The scale is 9x20mm in length, 

or 9 times as sensitive aS a mercury manometer. This scale 
magnification factor is a function of the dimensions of the 
inverted tube. This gauge was found to be easy to read due 
to its magnified scale, and easy to use because it is not 
adversely affected by occasional exposure to atmospheric 
pressure. The physical details of the gauge are shown in 
Figure 12. The vacuum pump used was a standard laboratory 


mechanical pump. 


Mee POWER SUPPLY 

The power supply is schematically represented in Figure 
ise ts main component 1S a 120 v. = 12 Kv. (rms), 120 ma. 
luminous tube (neon sign) transformer. This type of trans- 
former is well suited for this application because its 
built-in current-limiting (saturation) feature eliminates 
the necessity of including ballast resistance in series 
with the dynamic negative resistance of the discharge tube 
in order to prevent current runaway. A Variac autotrans- 
former provides for continously variable output from the 
mecondary of 0 to 13. 5 Kv. (rms) | foie seourpucs is eGhen 
rectified in a conventional full-wave bridge of 3B24 tubes, 
to yield a power supply output of 0 to 19.1 Kv. (peak) or, 


equivalently, 0 to 12.2 Kv. (average). No filtering is 


Zo 
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Figure 12. Dubrovin-Type Vacuum Gauge 
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used in the power supply output. Front-panel meters 


monitor output voltage and current. 


me COOLING SYSTEM 

The colling water jacket was connected to a cold water 
source and a drain with standard 1/2 inch (1I.D.) vinyl 
garden hose. The hose was clamped to the water ports with 


automotive-type hose clamps. 


fee BASE AND SUEEOrasS 

The laser base and end supports were machined from 1/2 
inch thick aluminum plate. The supports are drilled and 
tapped for laser tube clamps on one side and mirror-adjust- 
ing fixtures on the other. The base plate is tapped for 
hold-cdown screws, so that the end supports can be held sec- 
urely during mirror alignment. Teflon sheets, one-eighth 
inch thick, are placed between the end supports and the 
Base plate during laser operation in order to prevent the 
discharge current from diverting through the base and sup- 
ports. Wood would probably be a better choice of material 
for the base, and the possibility of electric shock to the 
laser operator would be greatly reduced. 


Figure 14 is a photograph of the complete laser system. 


ZS 








Figure 14. The CC9-N9-Fe Laser. The Cutput Enc 
ig te ther Pricme. 





IV. OUPPUT CHARACTERS! ree. 


A. OPTIMUM GAS MIXTURE 

The optimum gas mixture was found to be 0.9:1.6:6.0, 
CO5:No:He. The ratio was determined by peaking the power 
output with each gas partial pressure until the maximum 
output of about 4.6 watts was attained. The power output 
as a function of each of the gas partial pressures is 
represented in Figures 15, 16, and 17. It can be seen that 
Emae power output is reduced if either CO> or No are in 
excess of the amount which produces maximum laser oscil- 
lation. It can be assumed that the effect of the CO> 
is due to the absorption of light by the excess molecules. 
The addition of excess Helium is not detrimental to the 
power output once enough has been added to deplete the 
(010) State om the €CO>. Hence the curnvege@teuraune ml, 
peeurates aS more Helium is added. Figure 18 Shows the 


power output as a function of discharge current. 


Bb. BEAM CHARACTERISTICS 

Cross-sectional views of the output beam were obtained 
by exposing sheets of IR-sensitive Thermofax paper for a 
few seconds at each of several distances from the output 
window. The exposures are shown in Figure 19. It can be 


seen that the beam tends to the TEMg9] mode at under one 


Meter. This effect is probably due to imperfect mirror 


30 





3ZUSeAAND ahbxzeuostgd 


ainsserd tetzaeg CoD "SA 3ndano xzeMmog 


~ 4101 ‘3NNSSTYd °00 ‘x 
ge O°? O°} 





oy ON 2Coe 
ORS reo. 


ens eh ema 


u 





N 


i) 


"LAAGLNO YSMOd 


< SULD/A 


on 





Sansserg Tetqyzeg CN ‘sa andqno zemog -*9T sanbta 


~«Js0OL ‘3uNNSS3aYd oN ‘KX 
1°2 1° J) 
a CO 


eU O9 =}UDAZAND sbzeyostG 


au: on: ¢Cgo 
Omi X68 





fay 


m 
"LNdLNO YSMOd 


< SELDA 


$1 





SANSSOsgq TBT}ACd SH “SA Andyno AeMog -sT eanhtg 


~<« 410) °"SYUNSS3Yd *H *X 


d. g G 





eu 09 =JUSZAND shHbzeyostg 


OH: oN COD 
Koes D> TG 


33 


< S}IDM SLAdLNO YWAMOd 





OH: SN=2Q9 
0°9:9°1=6°0 


<- DOW 


zZUSTAND shSzeyOSTG *SA 3ndyAna AemMog *g{t sanbty 


‘LNSYYNO BOYVHOSIC 
OP Of OG Ol 





aN 


Ne) 
"LNdLNO UYSMOd 


~~ SEIDM 


34 





a) .10m lo) ieee Sa Te Cys Oem 
i, fr, 
po é 4 4 
i : 
YH Vw om 
a) 120°m e) 1.5M £) 7 20m 
fle ™ 
i 
§ ; 
/ \ ? 
a 
Gd) -2azorm 


Figure 19. Beam Cross-section at various distances 
from the output window. 
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alignment. Beyond one meter the beam is the expected TEMgo9 
mode. Estimated beam diameter vs. distance from the out- 
put window is shown in Figure 20. Beam expansion is shown 
to be Bester eS linear with distance. Beam divergence 
(full angle), as determined from the slope of the curve, 


is about 0.5 degrees. 
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Appendix A. OPERATING PROCEDURES 


ie OAPETY. PRECAUTIONS 

Gueat Care Must be excercised when Orerat Ince nome. 
Pee Waser. There avesextuemely highsvoltagecsercsom-.on 
the metal parts of the laser, and the invisibility of the 
powerful beam compounds the danger to persons who may be 
unaware of its presence. Adjustments to the mirror align- 
Meme On the output end of the tube are particularly dit] 
ficult; the danger exists of receiving an electric shock hy 
touching the metal mirror mount and of putting one's fin- 
gers into the pean an an involuntary reaction to the shock. 
Extreme caution must be excercised in order to avoid elec- 


ric shock and/or burns. 


2. PROTECTION OF THE KCl WINDOW 

When the laser is not in use, the vacuum pump is nor- 
mally left on in order to keep the inside of the tube free 
of water vapor, which would soon "fog" the highly soluble 
KCl output window. A plastic bag containing dessicant 
packets is placed over the outside of the window mount to 


protect the window from room humidity. 
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Go OBER EVIL ITO) 

The CO9-N9-He laser may be placed in operation as fol- 
lows: 

a. Cooling water, power supply filaments, vacuum pump, 
and detector ON. 

b. Power supply output voltage control at minimum. 
High voltage switch ON. 

c. Helium is admitted slowly by the Helium tank 
regulator until tube pressure is 6 to 8 torr. 

ad. Slowly bring up power supply output-until the gas 
conducts. Adjust voltage for about 60 ma discharge cur- 
rent. The discharge will be a pink-orange color. A purple 
color in the discharge at this point indicates that there 
is a leak in the system. 

e. Slowly admit nitrogen by the nitrogen tank reg- 
ulator until the tube pressure increases by about 1.5 to 2 
torr. The discharge color will change to a deep blue. It 
may be necessary to increase the power supply voltage in 
order to maintain the gas discharge. 

f. Slowly open the CO» supply micrometer valve to | 
emt CO osimtoethessyoten  . Theslaceming! |) beguneLougse sls 
late and the discharge color will turn to a thin blue-gray. 
Adjust the micrometer valve to optimize output. 


g. Readjust the He and Ny valves for optimum output. 
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Appendix B. ALIGNMENT PROCEDURE 


1. MIRROR SYSTEM ALIGNMENT 

A Helium-Neon laser is used to align the mirrors. The 
following procedure was used with good success: 

a. Both end supports are securely fastened to the base 
im order to make the entire unit physically rigid. 

b. Both mirror mounts are removed, and are replaced by 
cardboard discs with pinholes in their centers. 

c. The Helium-Neon laser is set up on a laboratory 
stand. Its ouput is screended by a pinhole. It is posi- 
tioned so that the alignment beam is directed into the 
plasma tube from the output end, through the pinholes at 
either end of the tube. 

ad. The disc is removed from the left (closed) end of 
the tube and the flat mirror and end cap are installed. 
eeemirron 1S adjusted so that the alignment beam as re- 
Flected back to the pinhole in the output end. The align- 
ment beam spreads somewhat, and the reflected spot will be 
larger than the pinhole. 

e. The disc is removed form the right (output) end of 
the tube and the concave output mirror and KCl output win- 
dow are installed. The alignment beam now enters the 
plasma tube through the output window and the output hole 
in the concave re The output mirror is adjusted to 


direct the reflected alignment beam back to the flat 
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mirror. The flat mirror cannot be seen from the outside, 
so the reflection must be "walked" down the tube wall until 
it can no longer be seen. By "rocking" the adjustment, the 
alignment beam can be placed on the flat mirror. 

f. When placed in operation according to the operating 
procedure of Appendix A, the laser should oscillate. The 
final mirror alignment can be made by optimizing the power 


emt put. 
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